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Abstract 
Background: Acoustic transmitters are widely used to obtain information on the spatial ecology of fish and other 
aquatic animals. Some transmitters contain pressure sensors to estimate depth, which are factory‑calibrated before 
being sold and have a specified range of error. Our goal was to assess the accuracy of these pressure sensors and the 
factory calibrations to assess whether researchers should conduct additional calibrations prior to use in the field. To 
evaluate error, we conducted calibrations on ten acoustic transmitters with pressure sensors (obtained from Vemco‑
Amirix Ltd.) both in the laboratory (pressure chambers at Hammond Bay Biological Station and Carleton University) 
and in the field (based on lowering tags to known depths in Toronto Harbour and Experimental Lakes Area). Slopes, 
intercepts, and R2 values of researcher‑calibrated sensors were compared to the factory‑calibrated values to contrast 
calibration methods and identify directional biases. To estimate the effects of temperature on sensor performance, we 
calibrated the same sensors at varying temperatures and compared slopes, intercepts, and R2 values. Finally, we evalu‑
ated external effects (i.e., water temperature, salinity, and atmospheric pressure) on sensor output through simple 
modeling exercises to better understand potential sources of error.
Results: A significant difference was found among the slopes and R2 values of the four calibration events, whereas 
no difference was found among the intercepts. There was also a significant effect of calibration water temperature 
on slopes, intercepts, and R2 values. External effects should be taken into consideration when interpreting biological 
data as they have an effect on hydrostatic pressure thereby affecting the reported depths (1.77 m shallower to 6.47 m 
deeper than standard conditions).
Conclusions: Nonetheless, we did not find sufficient evidence to support the need for additional calibrations 
beyond those provided by the manufacturer as they did not markedly increase the accuracy of depth estimates.
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Background
Biotelemetry enables researchers to study the behavior of 
fish and other aquatic animals in their natural environ-
ment [11, 4]. Acoustic transmitters, in conjunction with 
acoustic hydrophones and receivers, have become excep-
tionally common for studying fish in marine and freshwa-
ter systems [9]. In particular, such tools can facilitate the 
study of fish behavior and habitat use across a variety of 
spatial (from ocean basin to localized patches) and tem-
poral (from days to years) scales [6, 10]. The addition of 
sensors to electronic transmitters creates an opportunity 
to obtain additional information on animal–environ-
ment interactions [3]. The inclusion of pressure sensors 
in acoustic transmitters allows researchers to study diel 
vertical migrations [7], vertical distributions [14, 5], and 
depth selection [2, 8], which are important components 
of fish behavior and habitat use in aquatic three-dimen-
sional landscapes [15].
Transmitters containing pressure sensors are typically 
factory-calibrated before being sold to researchers. For 
example, Vemco-Amirix, a vendor of acoustic telemetry 
Open Access
Animal Biotelemetry
*Correspondence:  maximeveilleux7@gmail.com 
1 Fish Ecology and Conservation Physiology Laboratory, Department 
of Biology, Carleton University, 1125 Colonel By Drive, Ottawa, ON K1S 
5B6, Canada
Full list of author information is available at the end of the article
Page 2 of 8Veilleux et al. Anim Biotelemetry  (2016) 4:3 
equipment, calibrates every pressure sensor in room-
temperature fresh water in a pressure chamber, and the 
sensor measurement circuitry is adjusted to provide the 
same slope and intercept for each transmitter of a given 
batch. Values obtained from these calibrations are used 
to convert sensor output into depth estimates. Given that 
all Vemco transmitters from a single batch have the same 
slope and intercept, researchers may opt to perform addi-
tional calibrations to obtain unique values for each trans-
mitter [14]. In theory, these additional calibrations should 
increase the accuracy of depth estimates. Calibrations are 
typically performed in the body of water where the study 
will occur, whereby transmitters are lowered to known 
depths in the water column (i.e., field calibrations), but can 
also take place in a pressurized chamber (i.e., laboratory 
calibrations). Although field calibrations can be performed 
at a low cost, they can be time-consuming and are subject 
to error from water movement (e.g., waves, vessel move-
ment, currents) and water temperature (for e.g., transmit-
ters calibrated in stratified lakes can experience a range in 
water temperature of 10 °C from surface waters to deeper 
waters). In contrast, laboratory calibrations require less 
time and are presumably more accurate, but do require 
access to a pressure chamber. Regardless of the calibra-
tion method, the extent to which these additional calibra-
tions increase the accuracy of depth estimates is unknown. 
Moreover, it is unclear how external factors (e.g., salinity, 
water temperature, and atmospheric pressure) influence 
pressure sensor performance, which is relevant to calibra-
tions and interpretation of field data. Indeed, these exter-
nal factors may introduce greater error than the differences 
between factory- and researcher-calibrated transmitters.
Given uncertainty regarding factory calibrations, our 
first objective was to assess differences between factory 
and researcher calibrations. Our second objective was to 
evaluate external effects (salinity, water temperature, and 
atmospheric pressure) on sensor output. We also tested 
whether researcher calibrations helped to improve the 
accuracy of sensors, and quantified the amount of error 
associated with environmental factors, irrespective of 
calibration accuracy. We used a combination of labora-
tory calibrations and field calibrations from two freshwa-
ter lakes to achieve our first objective and used laboratory 
calibrations for our second objective. Given that most 
researchers do not have easy access to a pressure cham-
ber for calibration, we also describe the construction and 
operation of a simple and inexpensive pressure chamber 
that can be used to simulate depths up to 140 m.
Methods
Laboratory and field calibrations
Ten V16P-6H acoustic transmitters with pres-
sure sensors (from Vemco: maximum depth  =  68  m, 
accuracy = ±3.4 m, resolution = 0.3 m) were first cali-
brated in a pressurized chamber at Hammond Bay Bio-
logical Station (HBBS; Millersburg, MI). Transmitters 
were then surgically implanted into adult Lake Trout 
(Salvelinus namaycush) or Walleye (Sander vitreus) 
that were released into Lake Huron for a period of 
23–351  days before being recaptured and returned by 
commercial or recreational fishers. (The implantation 
of the transmitters in fish was incidental to this study). 
Returned transmitters were then calibrated via an addi-
tional laboratory calibration and two field calibrations.
Post-recapture laboratory calibrations were performed 
at Carleton University (Ottawa, ON) using a different 
pressure chamber than was used for pre-deployment 
calibrations at HBBS (Fig.  1). The two pressure cham-
bers were constructed identically from 10-cm diameter, 
schedule-40 PVC (PolyVinyl Chloride) pipe (1.2 m long), 
which was sealed on the bottom end with a PVC cap. 
The top end of the PVC tube was capped with a 20-cm 
y-fitting (schedule 40 PVC) containing a Banjo cam-lever 
cap (Alsco Industrial Products, Inc.) for accessing the 
chamber, a Tel-Tru stainless steel pressure gauge (Tel-Tru 
Manufacturing Company; model 33: 0–30 PSI), an air-
filling valve, and a release valve for controlling and moni-
toring pressure within the chamber. The chambers were 
3/4 filled with room-temperature water, and an acoustic 
receiver (Vemco, model VR2W) was placed in the bot-
tom of the chamber to record transmissions. A maximum 
of six transmitters were suspended near the water surface 
inside the chamber at one time to limit the frequency 
of transmitter signal collisions. The chamber was then 
sealed, and pressure was increased to 21 psi (equivalent 
Fig. 1 Pressurized chamber attached to air compressor
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to the pressure at a depth of 14.8  m in fresh water at 
sea level) using a 6-gallon 150-psi pancake electric air 
compressor. The pressure was maintained at 21 psi for 
10 min, and then decreased to 16 psi for another 10 min. 
These steps were repeated for pressures of 11, 6, and 0 
psi (i.e., 7.75, 4.23, and 0 m). A more powerful air com-
pressor with a maximum pressure of 200 psi can be used 
to simulate a depth of 140 m, although appropriate safety 
protocols should be used to ensure safety of operators.
Field calibrations were conducted in Toronto Harbour 
(Toronto, ON) and Lake 373 within the Experimental 
Lakes Area (ELA) (Kenora, ON) with a mobile acoustic 
receiver (Vemco, model: VR100) and an omnidirectional 
hydrophone. At ELA, calibrations took place in a small 
(4.7 m) aluminum boat tied to a center buoy permanently 
anchored at the deepest part of the Lake 373 (Zmax = 21 m; 
see [1] for details). Calibrations in Toronto Harbour were 
performed similarly; however, the maximum depth was 
only 12 m. Individual transmitters were placed in a mesh 
bag and attached to a rope that was marked every meter 
and kept vertical by a heavy weight. The rope was low-
ered to a depth of 1 m for a few minutes until the reported 
depth was determined with the receiver (the hydrophone 
remained at the same depth, just below the surface of the 
lake). Transmitters were then lowered to increasing depths 
(i.e., 2, 5, 10, 15, 20 m) and reported depths were recorded 
at each step. Field calibrations were conducted on calm 
days to ensure that the rope remained vertical. Field cali-
brations were also conducted during the fall of 2012 when 
lakes were not stratified (water temperatures ranged from 
7 °C at the surface to 5 °C at a depth of 20 m).
Calibration curves were constructed for each tag 
under each calibration scenario. Transmitted sensor val-
ues (raw values recorded by the receivers called Analog 
to Digital Converter; ADC) were plotted against actual 
(field-based) or simulated (lab-based) transmitter depths. 
A line of best fit was plotted for each transmitter, and 
the slope, intercept, and R2 values of the relationship 
between depth and sensor value were calculated (using 
Microsoft Office Excel 2007). To determine the degree of 
difference from actual or simulated depth, we calculated 
the difference between depths estimated using the fac-
tory-derived slope and intercept, and depths estimated 
using researcher calibration slopes and intercepts, up to a 
maximum simulated depth of 68 m.
Calibrations at three different water temperatures
To evaluate the effects of temperature on sensor out-
put, transmitters were calibrated at three different bio-
logically relevant temperatures; cold (9 °C), cool (20 °C), 
and warm (34  °C). Transmitters were calibrated in the 
laboratory at Carleton University, following procedures 
described above. Slopes, intercepts, R2 values, and the 
degree of difference between obtained and actual depths 
were calculated as above.
Quantifying error from temperature‑driven changes 
in water density
To calculate the effect of water temperature on depth esti-
mates derived from pressure sensor values, the following 
equation was used: Ptotal = Patmosphere + Pfluid. Pfluid = ρgh, 
where Patmosphere = atmospheric pressure (Pa), ρ = water 
density (kg/m3), g = gravitational acceleration (9.8 m/s2), 
and h = depth (m). For all evaluations of external effects 
on depth estimates, depths of 68 m (maximum depth of 
V16 transmitters) were used because errors would be 
most pronounced here (i.e., because changes in water 
density are cumulative with depth). The hydrostatic pres-
sure of fresh water at three different water temperatures 
was calculated; 4 °C represents the temperature at which 
water has the highest water density (i.e., 999.9720 kg/m3), 
20  °C represents the default water temperature used for 
factory calibrations, and 40 °C was chosen because most 
natural bodies of water do not exceed this temperature. 
A transmitter located at 68 m in 20 °C fresh water should 
sense a total pressure of 766,530.2781 Pa. To determine 
the maximum error associated with temperature-driven 
changes in water density, we calculated the correspond-
ing depths at which the same transmitter would regis-
ter 766,530.2781 Pa in both 4 and 40 °C fresh water. The 
difference in calculated depth among the three temper-
atures reflects the sensitivity of the sensor to tempera-
ture-driven changes in water density.
Quantifying error from salinity‑driven changes in water 
density
We calculated the effect of salinity-driven changes in 
water density on depth estimates in the same manner 
as above for temperature (i.e., Ptotal = Patmosphere + Pfluid). 
A transmitter located at a depth of 68 m in 20  °C fresh 
water (998.2072  kg/m3) senses a total pressure of 
766,530.2781  Pa. We calculated the depth at which the 
same transmitter would sense 766,530.2781  Pa in full 
strength salt water (35   ‰ salt; 1024.8103  kg/m3). The 
difference in calculated depth between freshwater and 
sea water reflects the sensitivity of the sensor to salinity-
driven changes in hydrostatic pressure.
Quantifying error from changes in atmospheric pressure
We calculated the effect of atmospheric pressure-driven 
changes in water density on depth estimates in the 
same manner as above (i.e., Ptotal  =  Patmosphere  +  Pfluid). 
We calculated the total pressure of fresh water at three 
different atmospheric pressures; 87,000  Pa, represent-
ing an extremely low but observed atmospheric pres-
sure; 101,325 Pa, representing the standard atmospheric 
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pressure; and 108,000  Pa, representing an extremely 
high but observed atmospheric pressure. A transmitter 
located at a depth of 68 m in 20 °C fresh water senses a 
total pressure of 766,530.2781 Pa. To determine the max-
imum error associated with atmospheric pressure-driven 
changes in water density, we calculated the correspond-
ing depths at which the same transmitter would register 
766,530.2781  Pa in both 87,000 and 108,000  Pa atmos-
pheric pressures. The difference in calculated depths 
among the three atmospheric pressures reflects the sen-
sitivity of the sensor to changes in atmospheric pressure.
Statistical analysis
Differences among slopes, intercepts, and R2 values 
from the four calibration methods (i.e., HBBS, Carleton, 
Toronto, and ELA) were evaluated using three sepa-
rate linear mixed-effects models (LMEs). Each model 
included the response variable (i.e., slope, intercept, or 
R2) with calibration method as a fixed factor and trans-
mitter identification number as a random effect variable 
to account for the repeated measures on each transmit-
ter. The models were fitted using restricted maximum 
likelihood (REML). The analysis on R2 data included the 
variance structure VarIdent to take into account differ-
ences in variance among the four calibration methods 
(see [16]. LMEs were also used to compare differences 
among slopes, intercepts, and R2 values from calibrations 
performed in the three different water temperatures (i.e., 
cold, cool, and warm). When a significant effect of cali-
bration method or calibration temperature was found, 
Tukey honestly significant difference (HSD) test was 
employed to investigate difference among groups.
All analyses were conducted in R version 3.1.2 [13] using 
the “nlme” package [12]. Prior to the analyses, data explo-
rations were applied following a protocol described by 
[17]. The models were validated to verify that the under-
lying statistical assumptions were not violated. Homoge-
neity of variance was assessed by plotting residual versus 
fitted values, normality of residuals was evaluated by plot-
ting theoretical quantiles versus standardized residuals 
(Q–Q plots), and independence was examined by plot-
ting residuals versus the explanatory variable. R2 data were 
arcsine transformed prior to analysis. One transmitter 
was excluded from all analysis and deemed defective as 
it reported erroneous data. Statistical significance for all 
analyses was set at p < 0.05.
Results
Laboratory and field calibrations
There was a significant effect of calibration event on 
slope (LME; F  =  54.670, df  =  3, p  <  0.0001) (Fig.  2). 
Slopes obtained from Carleton University calibrations 
were significantly greater than slopes obtained from the 
other three calibration methods (Tukey HSD test; all 
p < 0.0001). Slopes obtained from Toronto Harbour cali-
brations were significantly smaller than slopes obtained 
from calibrations performed in HBBS (Tukey HSD test; 
p  <  0.0001) and in ELA (Tukey HSD test; p  =  0.011). 
There was no effect of calibration method on inter-
cept (LME; F = 2.167, df = 3, p = 0.115) (Fig. 2). How-
ever, calibration method had a significant effect on R2 
values (LME; F =  7.830, df =  3, p < 0.0001) (Fig. 2). R2 
values obtained from Carleton University calibrations 
were significantly lower than R2 values obtained from 
calibrations performed in Toronto Harbour and HBBS 
(Tukey HSD test; p  <  0.0001). R2 values obtained from 
Fig. 2 Boxplots showing a slopes, b intercepts, and c R2 parameters 
from the relationship between the sensor values of sensor values 
versus actual depth of 10 acoustic transmitters when calibrated via 
different methods: (1) Vemco factory set value (N = 1), (2) laboratory 
calibrations at Hammond Bay Biological Station (Millersburg, MI), (3) 
laboratory calibrations at Carleton University (Ottawa, ON), (4) field 
calibrations in Toronto Harbour (Toronto, ON), (5) field calibrations in 
Experimental Lakes Area (ELA) (Kenora, ON). Black lines within boxes 
represent medians, end of boxes represent the 25 and 75th percen‑
tiles, and whiskers represent the 10 and 90th percentiles. Solid circles 
indicate outliers outside the 10 and 90th percentiles. Bars not sharing 
the same letter are significantly different at p < 0.05 (Tukey HSD test)
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ELA calibrations were significantly lower than R2 values 
obtained from calibrations performed in Toronto Har-
bour (Tukey HSD test; p = 0.032) and HBBS (Tukey HSD 
test; p = 0.019). At a simulated depth of 68 m (where the 
greatest differences would occur), laboratory calibra-
tions performed at Carleton University were estimated 
to report values 3.55–5.60  m deeper than factory cali-
brations, and laboratory calibrations performed at HBBS 
were estimated to report values 1.06  m shallower to 
3.10 m deeper than factory calibrations. In addition, field 
calibrations performed in Toronto Harbour and ELA 
reported values 0.68–2.39 m shallower and 0.78 m shal-
lower to 2.48  m deeper, respectively, than factory cali-
brations. This represents a total range of error of 9.15 m 
(3.55 m shallower to 5.60 m deeper than factory calibra-
tions) across the four calibration methods.
Calibrations at three different water temperatures
There was a significant effect of water temperature on 
slope of calibration curves obtained in the laboratory 
(LME; F  =  64.130, df  =  2, p  <  0.0001) (Fig.  3). Slopes 
obtained from all water temperatures differed signifi-
cantly from each other (Tukey HSD; p  <  0.0001), with 
cold water calibrations having the smallest slopes and 
warm water calibrations having the largest slopes. There 
was also a significant effect of calibration water tempera-
ture on intercept (LME; F  =  7.769, df  =  2, p  =  0.004) 
(Fig. 3). Intercepts obtained from calibrations performed 
in cold water temperatures were significantly lower than 
intercepts obtained from calibrations performed in warm 
water temperatures (Tukey HSD test; p = 0.001). Finally, 
there was a significant effect of calibration water temper-
ature on R2 values (LME; F = 11.900, df = 2, p < 0.0001) 
(Fig. 3). R2 values obtained from calibrations performed 
in cold water temperatures were significantly higher than 
R2 values obtained from calibrations performed in cool 
water temperatures (Tukey HSD test; p  <  0.0001) and 
warm water temperatures (Tukey HSD test; p =  0.001). 
At simulated depths of 68  m, transmitters calibrated in 
Carleton University’s pressure chamber with cold water 
reported values 2.22–4.96 m shallower than transmitters 
calibrated at room temperature. In addition, transmit-
ters calibrated in Carleton’s pressure chamber with warm 
water reported values 0.22 m shallower to 6.47 m deeper 
than transmitters calibrated at room temperature. This 
represents a total range of error of 11.43 m (4.96 m shal-
lower to 6.47  m deeper than transmitters calibrated at 
room temperature) from 9 to 34 °C.
Quantifying error from temperature‑driven changes 
in water density
When using the pressure obtained from 20  °C water to 
estimate the depths of transmitters in 4 and 40  °C fresh 
water, the equation reports depths of 67.88 and 68.41 m, 
respectively, instead of the actual depths of 68 m. There-
fore, when using room-temperature pressures instead of 
pressures at the desired temperatures to calculate depths, 
transmitters at depths of 68 m in 4 or 40 °C fresh water 
can be reported 0.12  m shallower or 0.41  m deeper, 
respectively, than their actual depths (Table 1). This rep-
resents a maximum error of 0.006  m for each meter of 
depth.
Quantifying error from salinity‑driven changes in water 
density
When using the pressure obtained from 20 °C fresh water 
to estimate the depth of a transmitter in salt water, the 
Fig. 3 Boxplots showing a slopes, b intercepts, and c R2 values of 
sensor values versus actual depth values of sensor values versus 
actual depth of ten acoustic transmitters when calibrated in a pres‑
surized chamber at Carleton University (Ottawa, ON) at three different 
temperatures (cold = 9 °C, cool = 20 °C, warm = 34 °C). Black lines 
within boxes represent medians, end of boxes represent the 25 and 
75th percentiles, and whiskers represent the 10 and 90th percentiles. 
Solid circles indicate outliers outside the 10 and 90th percentiles. 
Bars not sharing the same letter are significantly different at p < 0.05 
(Tukey HSD test)
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equation reports a depth of 66.23 m instead of the actual 
depth of 68  m. Therefore, when using freshwater pres-
sures instead of saltwater pressures to calculate depths, 
transmitters at depths of 68  m in salt water can be 
reported as much as 1.77  m shallower than their actual 
depth (Table 1). This represents an error of 0.026 m for 
each meter of depth.
Quantifying error from changes in atmospheric pressure
When using the hydrostatic pressure obtained from the 
standard atmospheric pressure to estimate the depth of 
a transmitter at low and high atmospheric pressures, the 
equation reports depths of 69.46 and 67.32  m, respec-
tively, instead of the actual depth of 68  m. Therefore, 
when using the hydrostatic pressure obtained from the 
standard atmospheric pressure instead of the appropri-
ate atmospheric pressures, transmitters at depths of 68 m 
at low or high atmospheric pressures can be reported 
1.46  m deeper or 0.68  m shallower, respectively, than 
their actual depths (Table 1).
Discussion
Obtaining accurate calibration curves for pressure sen-
sors on acoustic transmitters is critical for using them 
to infer swimming depth of fishes, particularly when 
studying vertical movements at fine-scales. Nonethe-
less, there are exceedingly few examples of where such 
factory-generated relationships have been validated. 
Errors in slopes and intercepts of calibration curves will 
affect estimated swimming depth in different ways; dif-
ferences in intercepts will introduce constant error on 
all depth estimates, while error due to differences in 
slope will increase in magnitude with depth. For exam-
ple, if we assume that the factory slope (i.e., 0.3032) and 
intercept (i.e., −1.2129) provide accurate estimates, a 
field- or lab-calibration-based intercept of −0.2129 will 
constantly report a depth 1  m deeper than factory esti-
mates, whereas an intercept of −2.2129 will report a 
depth 1 m shallower at all depths. Equations with differ-
ent slopes and identical intercepts will always report the 
same estimates at an ADC value of zero. However, a slope 
of 0.2032 will report a depth 1 m shallower relative to fac-
tory estimates at 10 m and will report a depth 10 m shal-
lower than factory estimates at 100 m. Conversely, a slope 
of 0.4032 will report a depth 1 m deeper than normal at 
10 m and will report a depth 10 m deeper than normal at 
100 m.
Values obtained from laboratory calibrations led to 
maximal estimates of up to 5.60 m deeper than factory-
derived estimates, whereas field calibrations reported 
maximal values of up to 2.48 m deeper and 2.39 m shal-
lower than factory estimates. Field calibrations seem 
to provide depth estimates that were more consistent 
with factory-supplied calibration curves than laboratory 
calibrations. Reasons may include inaccurate pressure 
gauges or pressure not being held constant throughout 
the 10-min intervals. Given that Vemco reports an accu-
racy of  ±3.4  m for their transmitters, we did not find 
evidence that additional calibrations increased this accu-
racy. Overall, additional calibrations require considerable 
time and effort and may provide less accurate results. If 
all four calibrations gave similar slopes and intercepts 
that differed from Vemco, we would have concluded that 
additional calibrations were useful. However, because 
we observed variation among calibration methods and 
among transmitters, it is difficult to conclude which (if 
any) additional calibrations were beneficial. Further study 
is needed to understand why slopes and intercepts dif-
fered among calibration methods and how temperature 
influences sensor performance.
Table 1 Error rates of acoustic transmitter pressure sensor output associated with three external effects (i.e., water tem-
perature, salinity, and atmospheric pressure)
The estimated depths were calculated based on the hydrostatic pressure for fresh water at 20 °C and standard atmospheric pressure with the following formula: 
Ptotal = Patmosphere + Pfluid, (Pfluid = ρgh), where ρ = water density (kg/m3), g = gravitational acceleration (9.8 m/s2), and h = depth (m). For all evaluations of external 
effects on depth estimates, depths of 68 m (maximum depth of V16 transmitters) were used because errors would be most pronounced here (i.e., because changes in 
water density are cumulative with depth)
External effect Constant variables Range of external effect Estimated 
depth (m)




Salinity: fresh water ρ of 4 °C fresh water = 999.9720 kg/m3 67.88 0.12 shallower
Atmospheric pressure: standard ρ of 20 °C fresh water = 998.2072 kg/m3 68
ρ of 40 °C fresh water = 992.2164 kg/m3 68.41 0.41 deeper
Salinity (kg/m3) Water temperature: room temperature ρ of fresh water = 998.2072 kg/m3 68
Atmospheric pressure: standard Salt water ρ = 1024.8103 kg/m3 66.23 1.77 shallower
Atmospheric  
pressure (Pa)
Water temperature: room temperature Low P = 87,000 Pa 69.46 1.46 deeper
Salinity: fresh water Standard P = 101,325 Pa 68
High P = 108,000 Pa 67.32 0.68 shallower
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Environmentally derived changes in hydrostatic pres-
sure should be taken into consideration when inter-
preting depth data as they have an effect on pressure, 
which subsequently affects reported swimming depth 
(1.77  m shallower to 1.46  m deeper than standard con-
ditions). Although errors associated with water tem-
perature and salinity at a depth of 68  m may seem 
worrisome, it is important to remember that these errors 
would be smaller at shallower depths. This is because 
error increases cumulatively with depth. For example, 
a transmitter at a depth of 10  m will have an error ten 
times higher than the error at a depth of 1 m (i.e., error 
of 0.026 m at 1 m becomes an error of 0.26 m at 10 m). 
Unlike water temperature and salinity, however, error 
associated with atmospheric pressure is constant with 
depth and will vary with time due to the passage of syn-
optic-scale high- and low-pressure weather systems. 
Day-to-day variations in atmospheric pressure are often 
on the order of 3 %, representing an apparent change in 
depth of ~0.3 m. Thus, changes in atmospheric pressure 
may be a dominant source of error for fish living in shal-
low waters, whereas water temperature and salinity may 
have greater effects at deeper depths. For detailed fine-
scale pressure work in shallow wetlands or the edges of 
lakes, changes in atmospheric pressure can be measured 
so that apparent depths could be corrected. The time 
variation in atmospheric pressure is relatively slow and 
changes roughly diurnally, and so depths could be cor-
rected if there is a nearby (<15  km) weather station or 
metrological buoy measuring barometric pressure. If this 
is not available, then a high-resolution pressure trans-
ducer should be mounted on shore. It seems also that 
temperature may directly affect the transducer mecha-
nism of the pressure sensors because we observed a 
significant effect of temperature on both slope and inter-
cepts of calibration curves produced in our laboratory 
pressure chamber, where temperature-derived changes in 
hydrostatic pressure would be negligible. Although some 
of these environmentally derived errors may seem neg-
ligible on their own, a combination of these effects may 
lead to much higher error (e.g., a cold water lake at high 
atmospheric pressure). Transmitters can be calibrated in 
relevant environmental conditions if these are relatively 
constant and different from factory conditions. For exam-
ple, transmitters that will be implanted in fishes at high 
altitudes should be calibrated with atmospheric pressures 
that reflect this altitude. Correcting for external effects by 
calibrating transmitters in relevant environmental con-
ditions should enable researchers to obtain lower error 
rates than those provided by the manufacturer. Unfortu-
nately, some of these environmental conditions may vary 
significantly during the study period, making corrections 
quite challenging. Therefore, external effects should be 
taken into consideration when interpreting biologi-
cal data, and fine-scale data should be interpreted with 
caution.
Conclusions
We focused our efforts on a single manufacturer and a 
small number of transmitters. Given that different manu-
facturers calibrate sensors in different ways, it is prudent 
to test factory calibrations, even if just to ensure that the 
sensors are working properly. It is beneficial to know 
if sensors are malfunctioning before being surgically 
implanted in fish. If malfunctioning transmitters are not 
detected prior to surgical implantation, they will report 
faulty data, which can lead to false interpretations.
Manufacturers may use a variety of pressure trans-
ducers in their devices. As such, it is not reasonable to 
assume that our findings extend across all depth-sensing 
transmitters, or even all those made by Vemco. How-
ever, the differences among calibration methods and the 
effects of external factors reported here are relevant to 
all depth-sensing transmitters. We did not find sufficient 
evidence to support the need for additional calibrations 
for all transmitters as they did not increase the accuracy 
of depth estimates; however, calibrating a subset of trans-
mitters in a pressure chamber under different tempera-
ture conditions may be valuable for quantifying the effect 
of temperature on the sensor mechanism itself. To con-
clude, although experimental calibrations did produce 
calibration curves that differed significantly from the fac-
tory-supplied calibration curve, the lack of consistency 
among the various experimental calibrations suggests 
that it may be difficult to produce more accurate calibra-
tion curves experimentally without using a higher-end 
pressure chamber.
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